
0.16% EtOH Soln 

Lot #06-0-160 

12/12/2005 

Mean 

Std Dev 

1/ i 

Expires 12/12/06 

0.1589 

0.1591 

0.1586 

0.156 

0.1582 

0.0014 

0.02% Acetone in 0.08% EtOH 

06-05-080A 

12/12/2005 

Mean 

Std Dev 

Acetone 

0.0134 

0.0135 

0.0135 

0.0134 

0.01345 

0.0001 

Expires 12/12/06 

EtOH 

0.0788 

0.0795 

0.0793 

0.0788 

0.0791 

0.0004 

0.05% Acetone in 0.08% EtOH 

06-05-080B 

12/12/2005 

Mean 

Std Dev 

Acetone 

0.0315 

0.0318 

0.0316 

0.0319 

0.0321 

0.03178 

0.0002 

Expires 12/12/06 

EtOH 

0.0795 

0.0797 

0.0790 

0.0793 

0.0805 

0.0796 

0.0006 



0.10% Acetone in 0.08% EtOH 

06-05-080C 

12/12/2005 

Mean 

Std Dev 

Acetone 

0.0672 

0.0664 

0.0710 

0.0659 

0.067625 

0.0023 

Expires 12/12/06 

EtOH 

0.0801 

0.0803 

0.0845 

0.0801 

0.0813 

0.0022 

0.04% Methanol 

06-08-040 

12/12/2005 

Mean 

Std Dev 

Expires 12/12/06 

0.0269 

0.028 

0.0288 

0.0286 

0.0285 

0.02816 

0.0008 

0.04% Isopropanol 

06-09-040 

12/12/2005 

Mean 

Std Dev 

Expires 12/12/06 

0.0269 

0.0277 

0.0278 

0.0278 

0.0275 

0.02754 

0.0004 



0.04% Methanol in 0.08% EtOH 

06-05-080D 

12/12/2005 Expires 12/12/06 

Methanol EtOH 

0.0289 0.0801 

0.0293 0.0803 

0.0294 0.0814 

0.0291 0.0805 
0.0292 0.0807 

Mean 0.02918 0.0806 

Std Dev 0.0002 0.0005 

0.04% Isopropanol in 0.08% EtOH 

06-05-080E 

12/12/2005 

Mean 

Std Dev 

Isopropanol 

0.024 

0.0186 

0.0195 

0.0259 

0.0259 

0.02278 

0.0035 

Expires 12/12/06 

EtOH 

0.0717. 

0.0555 

0.0583 

0.0773 

0.0748 

0.0675 

0.0099 



Chrom Perfect Calibration File 

File Name: 
Version: 

C:\Methods\BloodAlcohol4.cal 

551 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

5000 
0 

Method of calculating data point averages: Equal weight for all updates 

No calibration update report 

Al l levels are normal data points. 

Ethanol 

0.00 
0.00 0.05 0.10 0.15 0.20 

Amount Ratio 

0.25 0.30 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.610442X + 0 

Linear fit with equal weighting, forced to origin 

1.866 minutes 
0.2 minutes 
7 (n-Propanol) 

0 

Coefficient of determination: 
Average error: 
Average CF: 
RSD: 

0.9998978 
0.741% 
2.085901 
55.915% 

Level 
1 
2 
3 
4 
5 

Amount 
0 

0.0256 
0.0823 
0.1818 
0.3094 

Response 
(0) 

108386.5 
369057.3 
815146.9 
1323669 

Cal Factor 

4233848 
4484293 
4483757 
4278181 

Error, % 
0.000 
1.177 

-0.989 
-1.099 
0.441 

Amount Ratio Response Ratio Source 
0 0 Manual 

0 0256 0.0676139 ' C:\AlcoholData\siml20505\siml20505.0003.BND 
0 0823 0.2127136 C:\AlcoliolData\siml20505\siml20505.0004.BND 
0 1818 0.4693638 C:\AlcoholData\siml20505\siinl20505.0005.BND 
0 3094 0.8112352 C:\AlcoholData\siml20505\siml20505.0006.BND 

Date and time 
4/11/2005 10:03:40 AM 
12/13/2005 8:06:27 AM 
12/13/2005 8:06:37 AM 
12/13/2005 8:06:48 AM 
12/13/2005 8:06:58 AM 

Printed on 12/13/2005 8:07:38 AM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

800 H 

600 

400-

200 

1.0 1.5 2.0 2.5 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0001.RAW 
Sample Name = CCS 
Date Taken = 12/13/2005 9:01:11 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak Area 
Number (min) Name 

3.0 3.5 4.0 4.5 5.0 

1 1.87 Ethanol 372203 
2 2.65 t-Butanol 1356590 
3 3.21 n-Propanol 1669128 

Today's Time = 9:01:18 AM 

VDH Headspace Alcohol 

Amount Headspace 
% WTA/OL Conversion 

0.0854 
1.0124 
1.0000 

0.0697 
0.8263 
0.8162 

Printed on 12/13/2005 9:01:18 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

800 H 

600 

400 

200 H 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0002.RAW 
Sample Name = CCS 
Date Taken = 12/13/2005 9:15:42 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

1 
2 
3 

1.88 
2.65 
3.21 

Peak 
Name 
Ethanol 
t-Butanol 
n-Propanol 

Area 

366737 
1308381 
1620359 

Today's Time = 9:15:47 AM 

VDH Headspace Alcohol 

Amount Headspace 
% WTA/OL Conversion 

0.0867 (H3708 
1.0058 0.8209 
1.0000 0.8162 

Printed on 12/13/2005 9:15:47 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000-

800 H 

600-

400-

200-

OH 
, 1 , ! , , , , , |— 

1.0 1.5 2.0 2.5 3.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0003.RAW 
Sample Name = 0.16 EtOH 
Date Taken = 12/13/2005 9:30:50 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak Area 
Number (min) Name  

1 1.88 Ethanol 827739 
2 2.65 t-Butanol 1341661 
3 3.21 n-Propanol 1658559 

3.5 4.0 4.5 5.0 

Today's Time = 9:30:51 AM 

VDH Headspace Alcohol 

Amount Headspace 
% WTA/OL Conversion 

0.1912 0 5 6 T 
1.0076 0.8224 
1.0000 0.8162 

Printed on 12/13/2005 9:30:51 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000-

800 

600 

400 H 

200 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0004.RAW 
Sample Name = 0.16 EtOH 
Date Taken = 12/13/2005 9:45:51 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 9:45:58 AM 

VDH Headspace Alcohol 

Area Amount Headspace 
% WTA/OL Conversion 

1 
2 
3 

1.88 
2.65 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

827056 
1315390 
1630688 

0.1943 
1.0048 
1.0000 

0.1586 
0.8201 
0.8162 

Printed on 12/13/2005 9:45:58 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 -

600 H 

400 

200 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0005.RAW 
Sample Name = 0.16 EtOH 
Date Taken = 12/13/2005 10:00:53 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 
Number (min) Name 

Today's Time = 10:00:58 AM 

VDH Headspace Alcohol 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 1.88 Ethanol 835635 
2 2.65 t-Butanol 1327575 
3 3.21 n-Propanol 1642433 

0.1949 
1.0068 
1.0000 

0.1591 
0.8218 
0.8162 

Printed on 12/13/2005 10:00:59 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

IOOOH 

900 

800 

700 

600 H 

500 

400 

300 

200 

100 

0 

0 
0 

C 
0 

0 CO 
- CNi 

1 I \ . % 

. _ - ~~ —r- —-• ~r- — r - - t - r ~ I ~— ~f ~ 1 ~~1 ~ r 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0006.RAW 
Sample Name = 0.16 EtOH 
Date Taken = 12/13/2005 10:15:53 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 10:15:57 AM 

VDH Headspace Alcohol 

Amount Headspace 
% WTA/OL Conversion 

1 
2 
3 

1.88 
2.65 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

806955 
1282975 
1587848 

0.1947 
1.0064 
1.0000 

0.1589 
0.8215 
0.8162 

Printed on 12/13/2005 10:15:57 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

800 H 

600 

400 H 

200 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0007.RAW 
Sample Name = 0.16 EtOH 
Date Taken = 12/13/2005 10:31:00 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 10:31:02 AM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount Headspace 
% WTA/OL Conversion 

1 
2 
3 

1.88 
2.65 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

1024433 
1522344 
1668985 

0.2351 
1.1362 
1.0000 

0.1919 
0.9273 
0.8162 

Printed on 12/13/2005 10:31:02 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

800 H 

600 

400 

200 H 

c 
p 

m 
CO 

i 1 1 . 1 Z 

V . T 
— r* I I 1 

. , , , , , r . 1 ' 1 ' 1 1 1 ' 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0008.RAW 
Sample Name = 0.02 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 10:46:02 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 10:46:06 AM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 
2 
3 
4 

1.88 
2.16 
2.65 
3.21 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

428800 
316387 

1377059 
1701314 

0.0966 
0.0164 
1.0082 
1.0000 

0.0788 
0.0134 
0.8229 
0.8162 

Printed on 12/13/2005 10:46:06 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

800 H 

600 

400 H 

200 

o H 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0009.RAW 
Sample Name = 0.02 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 11:00:57 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

1 
2 
3 
4 

1.88 
2.16 
2.65 
3.21 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 11:01:01 AM 

VDH Headspace Alcohol 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

431146 
317876 

1369732 
1699144 

0.0972 
0.0165 
1.0041 
1.0000 

0.0793 
0.0135 
0.8196 
0.8162 

Printed on 12/13/2005 11:01:01 AM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0010.RAW 
Sample Name = 0.02 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 11:15:58 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak Area 
Number (min) Name  

1 1.88 Ethanol 429398 
2 2.16 Acetone 316849 
3 2.65 t-Butanol 1360980 
4 3.21 n-Propanol 1689025 

5.0 

Today's Time = 11:16:03 AM 

VDH Headspace Alcohol 

Amount 
% WTA/OL 

Headspace 
Conversion 

0.0974 
0.0166 
1.0037 
1.0000 

0.0795 
0.0135 
0.8192 
0.8162 

Printed on 12/13/2005 11:16:03 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0011.RAW 
Sample Name = 0.02 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 11:31:00 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 11:31:04 AM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 
2 
3 
4 

1.88 
2.16 
2.65 
3.21 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

422608 
311086 

1348319 
1677168 

0.0965 
0.0164 
1.0014 
1.0000 

0.0788 
0.0134 
0.8173 
0.8162 

Printed on 12/13/2005 11:31:04 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

800 H 

600 H 

400 H 

200 H 

OH 

0 

in 
CD 
oi 

ft 

<° 

s t A 
_ 

^ / V , / V , y v ,/ I I ' 

. , , , , - , 1 1 T ' 1
 r

 1 ' I 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0012.RAW 
Sample Name = 0.02 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 11:46:01 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 11:46:08 AM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount Headspace 
% WTA/OL Conversion 

1 
2 
3 
4 

1.88 
2.16 
2.65 
3.21 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

700655 
311001 

1329525 
1648458 

0.1628 
0.0167 
1.0046 
1.0000 

0.1329 
0.0136 
0.8200 
0.8162 

Printed on 12/13/2005 11:46:08 AM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 

900 

800 H 

700 

600 

500 

400 H 

300 

200 H 

100 

OH 
1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0013.RAW 
Sample Name = 0.05 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 12:01:21 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 12:01:25 PM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount Headspace 
% WTA/OL Conversion 

1 
2 
3 
4 

1.88 
2.16 
2.65 
3.21 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

402558 
690458 

1265694 
1583269 

0.0974 
0.0386 
0.9958 
1.0000 

0.0795 
0.0315 
0.8127 
0.8162 

Printed on 12/13/2005 12:01:25 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 -

9 0 0 -

800 

700 

600 

500 H 

400 

3 0 0 -

2 0 0 -

100 

CD 

00 A 
00 

I 
1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0014.RAW 
Sample Name = 0.05 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 12:16:06 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 12:16:07 PM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

(10797" 
0.0318 
0.8159 
0.8162 

1 
2 
3 
4 

1.88 
2.16 
2.65 
3.21 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

397899 
688002 

1253306 
1561680 

0.0976 
0.0390 
0.9996 
1.0000 

Printed on 12/13/2005 12:16:07 PM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

800 

600 H 

400 

200 

o H 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0015.RAW 
Sample Name = 0.05 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 12:31:07 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 12:31:12 PM 

VDH Headspace Alcohol 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 1.88 Ethanol 427410 
2 2.16 Acetone 739352 
3 2.65 t-Butanol 1360619 
4 3.21 n-Propanol 1691415 

0.0968 
0.0387 
1.0020 
1.0000 

0.0790 
0.0316 
0.8178 
0.8162 

Printed on 12/13/2005 12:31:12 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

800 H 

600 

400 H 

200 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0016.RAW 
Sample Name = 0.05 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 12:46:08 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 12:46:12 PM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 1.88 Ethanol 425381 
2 2.16 Acetone 740242 
3 2.65 t-Butanol 1349662 
4 3.21 n-Propanol 1676302 

0.0972 
0.0391 
1.0029 
1.0000 

0.0793 
0.0319 
0.8186 
0.8162 

Printed on 12/13/2005 12:46:13 PM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

800 

600 H 

400 

200 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0017.RAW 
Sample Name = 0.05 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 1:01:23 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 1:01:27 PM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 
2 
3 
4 

1.88 
2.16 
2.65 
3.21 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

426505 
736776 

1331486 
1655961 

0.0987 
0.0394 
1.0015 
1.0000 

0.0805 
0.0321 
0.8174 
0.8162 

Printed on 12/13/2005 1:01:27 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0018.RAW 
Sample Name = 0.1 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 1:16:09 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 1:16:13 PM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 
2 
3 
4 

1.87 
2.16 
2.65 
3.21 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

422699 
1535548 
1333637 
1649800 

0.0981 
0.0823 
1.0069 
1.0000 

0.0801 
0.0672 
0.8218 
0.8162 

Printed on 12/13/2005 1:16:14 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 

800 H 

600 

400 

200 H 
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1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 12/13/2005 
Bound File Name = sim121305.0019.RAW 
Sample Name = 0.1 Acetone : 0.08 EtOH 
Date Taken = 12/13/2005 1:31:17 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 1:31:18 PM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount Headspace 
% WTA/OL Conversion 

1 1.88 Ethanol 415722 
2 2.16 Acetone 1488396 
3 2.65 t-Butanol 1297883 
4 3.21 n-Propanol 1619424 

0.0983 
0.0813 
0.9983 
1.0000 

0.0803 
0.0664 
0.8148 
0.8162 

Printed on 12/13/2005 1:31:18 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1.0 1.5 2.0 
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